The aim of this study was to define design guidelines for an ergonomic adaptation in wheelchairs based on the upper limbs myoelectric activity evaluation of an experient manual wheelchair user, in flat and inclined grounds (ramp). The wheelchair use activity was carried out in a pre-established route that involved flat and inclined grounds (ascending). The data collection procedures were: socio-demographic questionnaire, hand grip dynamometry and surface electromyography. Therefore, the results found indicate, specifically, greater activity in the Flexor Digitorum Superficialis muscle groups bilaterally, which are the muscle groups responsible for assisting the manual grip on the wheel rim. In addition to this, there was a decrease in Medium Frequency values associated with an increase in the muscle use percentage, which may represent fatigue and inadequate physiological recovery of the muscle groups studied and may lead to severe musculoskeletal disorders. From the analysis of the physiological and biomechanical data, it was possible to identify biomechanical factors that may represent risks to the health of the wheelchair user, thus, design guidelines were suggested for an ergonomic adaptation that can reduce physical effort, mainly on inclined ground, aiming, specifically, to reduce the Flexor Digitorum Superficialis fatigue and increase the propulsion efficiency.
Guidelines for a wheelchair ergonomic adaptation based on dynamometry and surface electromyography 
Introduction
By promoting mobility, wheelchairs are a key part for the independence of People with Disabilities (PwD). In Brazil, about 7% of the population has some type of motor disability (INSTITUTO..., 2009) , and approximately 1.85% of the world population requires the use of wheelchairs (WHEELCHAIR..., 2018) . Although promoting mobility, manual wheelchairs may require excessive effort of the upper limbs (MULROY et al., 2004; BAYLEY; COCHRAN; SLEDGE, 1987) , which may be related to the high prevalence of pain and discomfort in the upper limbs. Gellman, Sie and Waters (1988) found that 68% of wheelchair users report complaints of pain or discomfort. In a study with twentyeight paraplegic and quadriplegic subjects, wheelchair users, Medola et al. (2011) found a prevalence of 78% of pain among users, the region of the thoracolumbar spine and shoulders being the areas with the highest incidence.
Several factors influence the efficiency and satisfaction during wheelchair use, including those related to the product, the user and the context of use, such as flexibility of use, possibility of adaptation, anthropometric suitability, among others. When considering all these factors during product design, we seek to provide accessibility and inclusion. Accessibility is understood as the availability of good health services within reasonable reach of those who need them and of opening hours, appointment systems and other aspects of service organization and delivery that allow people to obtain the services when they need them (EVANS; HSU; BOERMA, 2013) . In this context, the used routes conditions to access a place are important, as they may (or not) allow the accessibility of people with motor disabilities. Wheelchair users develop their activities on at least two types of terrain: flat and inclined; and in terms of biomechanical demand, these different terrains can change the relationship between product and user.
In this sense, the ergonomics applied to assistive technologies aims to identify the factors of the product that could enhance the user's capabilities. Thus, the wheelchair is considered a product with unique characteristics of use, https://doi.org/10.4322/pmd.2018.009 since it is not only a device for mobility, but also a postural support interface, since users stay seated for about 11 hours a day, moving with it for 10% of the time (SONENBLUM; SPRIGLE; LOPEZ, 2012) .
In order to perform the study of user interaction and the elements that make up the wheelchair, there is a need for methods that evaluate in real time and relate to the physiological and biomechanical characteristics inherent to the use of assistive technologies. Surface electromyography (EMG), because it is able to measure muscle activity in real time, and to relate to the physiological characteristics of muscle fibers, can be considered as a useful tool in ergonomic evaluations (MARRAS, 1990) .
Thus, the aim of this study is to define design guidelines for an ergonomic adaptation in wheelchairs based on the upper limbs myoelectric activity evaluation of a manual wheelchair user when moving in flat and inclined ground (ramp), by means of surface electromyography.
Material and methods
This research can be characterized as applied regarding its nature, it has qualitative and quantitative, exploratory and descriptive approach. It is a case report with a male wheelchair user. The wheelchair use activity was carried out in a pre-established route that involved flat and inclined grounds (ascending) of a public access.
The Informed Consent Form and Consent Terms for Use of Image and Voice were submitted to the wheelchair user, with the presentation of the objectives and the relevance of the participation in the research, as instructed in the Resolution of the National Health Council (CNS) nr. 466, of December 12, 2012, which establishes Regulatory Guidelines and Norms Involving Human Beings.
The study was developed in three stages (Figure 1 ). The data collection procedures were: socio-demographic questionnaire, hand grip dynamometry and surface electromyography.
Sociodemographic questionnaire
The sociodemographic questionnaire was used to define the wheelchair user social characteristics. For this purpose, the questionnaire was composed of information about age, gender, time of wheelchair use, work and physical activities.
Isometric Hand Grip Dynamometry (IHGD)
The IHGD was used to verify the health status of the musculoskeletal group responsible for the hand grip strength of the evaluated user, considering that this could influence the final result of the study, according to the high possibility of musculoskeletal disorders in upper limbs of wheelchair users. In addition, it served as a basis for the MIVC (Maximum Isometric Voluntary Contraction) data collection, in the electromyographic analysis.
The SAEHAN  brand hand grip dynamometer (SAEHAN Corporation, Korea, Model DIGI II) was used with a maximum capacity of 90 kg and a scale of 1 g. At the time of the tests, the individual was positioned as recommended by the American Society of Hand Therapists (ASHT) (FESS, 1992) . Verbal command was given: "force, force ..." during the test and instructions for its execution were standardized. During the instructions, the volume of the verbal command remained constant to avoid any influence of the same on the magnitude of muscle contraction (TAYLOR; SHECHTMAN, 2000).
Surface Electromyographic (EMG)
It was used in order to verify muscle fatigue and the percentage of muscle fiber use during the displacement with the wheelchair. In order to verify the fatigue, the linear tendency of the MF (Median Frequency) was explored. It was also verified the percentage value of muscle usage, relating RMS (Root Mean Squares) and Maximal Voluntary Isometric Voluntary Contraction (MIVC).
The acquisition of electromyographic signals (EMG) was performed with a 4-channel Miotool 400 electromyograph (Miotec  ). The system works with Miograph 2.0 USB software, where data is transmitted to a portable computer. The EMG signals were collected with a sampling rate of 2000 Hz for each channel, high pass filter of 5 Hz, low pass filter of 500 Hz and 60 Hz notch filter.
For the recording of the electromyographic signal, pairs of surface electrodes of Ag / AgCl, pregelatinised (Meditrace  ), were used in bipolar configuration, with a capture area of 1 cm in diameter and 2 cm inter-electrode distance, with fixing adhesive. The electrodes were positioned bilaterally in the Triceps Brachii (lateral portion) (TBL) and Flexor Digitorum Superficialis (FDS) muscles, since these muscles act directly on forward wheel drive and hand gripping during hand coupling to the propulsion rim, respectively. The reference electrode was fixed in the right olecranon. All norms pertaining to the adequate recording of EMG signals recommended by the International Society of Electrophysiology and Kinesiology (ISEK) (MERLETTI; DI TORINO, 1999) were strictly observed.
Before electrodes were placed, the following procedures were performed: (1) identification of electrode fixation points, (2) tricotomy and abrasion of the skin, (3) 70% alcohol hygiene, (4) electrodes placement (MORAES et al., 2003; O'SULLIVAN; SCHMITZ; FULK, 2017) .
In order to normalize the EMG and obtain the CIMV in the manual isometric hand grip strength, with the electrodes positioned on the Right and Left Flexor Digitorum Superficialis (RFDS / LFDS), three tests were performed with 10 second resistance maintenance and with intervals of 1 minute between acquisitions. To define the MIVC of these muscles, the maximum value of manual isometric hand grip strength recorded in dynamometry was used. In order to verify the MIVC of the Right and Left Lateral Brachial Triceps muscle (RTBL / LTBL), isometric resistance was obtained contrary to elbow extension at 90 degrees of flexion with the the shoulder at 90 degrees of flexion, three tests with maintenance of 10 seconds of resistance and at intervals of 1 minute between the acquisitions were also performed.
Then, the electromyographic evaluation was performed in a real situation, in which the wheelchair user moved on a flat and inclined ceramic floor (Figure 2 ). The time of displacement and acquisition of the electromyographic signal was pre-determined by the authors, serving as the basis for the software miograph  2.0 configuration, with 20 seconds of displacement in flat floor, followed by 120 seconds of rest with the upper limbs placed on the legs, and finally 20 seconds of inclined ascendent displacement.
Statistical analysis
The results were tabulated in Microsoft Excel  . Following this, they received statistical treatment with the help of IBM SPSS  software version 20.0. A comparative analysis was performed through the t-test of students for independent samples, two-tailed (p <0.05). In the electromyographic application, a linear regression of the median (MF) values of the triceps brachii (lateral portion) (TBL) and the Flexor Digitorum Superficialis (FDS) were performed, aiming to observe the tendency of muscle fibers myoelectric fatigue.
Design guidelines
To define the design guidelines, some biomechanical risk factors were identified from the electromyographic analysis. Based on these factors, guidelines were suggested for an ergonomic adaptation of the manual wheelchair. 
Results

Sociodemographic questionnaire
According to the sociodemographic questionnaire, the individual is a 43 years old male, right-handed, had a body mass of 75 kg and height of 1.69m. He is a regular swimming and basketball practitioner. He has been a wheelchair user for approximately 33 years, due to the polio sequel, diagnosed when he was 6 months old.
The wheelchair used is manually propelled Ortobrás  brand, Star Life model, weight of 12 kg.
Isometric Hand Grip Dinamometry
The results of the Isometric Hand Grip Dynamometry are presented in Figure 3 . It can be observed that the mean strength obtained for the dominant hand (right hand) was 41.43 ± 2.1 kgf, and for the non-dominant hand (left hand) 46.56 ± 0.7 kgf. It is noted that in all repetitions, the dominant hand exerted less strength than the non-dominant hand.
Surface Electromyography (EMG)
The electromyography was used in order to determine the physiological wear and the muscle use percentage related to the MIVC. The evaluated user obtained the values of MVIC (μV) (RTBL: 981.5, LTBL: 997.2, RFDS: 402.9, LFDS: 404.9). Table 1 presents the mean values and standard deviation of RMS (μV), MF (Hz) and Percentual, normalized by the MIVC, of each evaluated muscle
Regarding the myoelectric activity observed through the RMS, MF and muscle use percentage in relation to the maximum contraction, a statistically significant difference was observed between the myoelectric activity in flat and inclined ground, characterizing higher values in inclined ground. The greatest difference in the use of the musculature in both grounds, obtained by subtracting the percentage values and the t test, was found in LFDS (37.8%, p = 0.000), followed by RFDS (33.6%, p = 0.174), LTBL (11.9% ; p = 0.002) and RTBL (7.9%, p = 0.000). It can be noticed that Flexor Digitorum Superficialis presented greater myoelectric activity in both lands. It is also observed that the dominant side presented lower values in relation to the non-dominant, denoting imbalances in their use. Figure 4 presents the mean values of muscle use percentages for periods of 2 s. It can be noticed a significant increase in the use of the FSD muscles in inclined ground, what configures a overload to the hand grip, and an imbalance in the use of the muscles responsible for the wheelchair propulsion in situations of greater physical exigency.
A decrease trend of the MF values on both grounds was also observed (Figure 5 and 6) . On the flat ground, the decrease in MF values occurred in the muscles: RTBL, LTBL and LFDS, with LFDS having the higher value ( Figure 5 ). On inclined ground, the decrease trend in MF values was manifested in the FSDs bilaterally, with the left side overcoming the right (Figure 6 ).
Design guidelines
Considering the quantitative and qualitative analysis of the collected data, the identified risk factors are presented, and the design guidelines were defined for an ergonomic adaptation of the manual propulsion wheelchair, presented in Table 2 . 
Discussion
It can be highlighted the importance of assistive technology adaptability, given that the user can spend a large part of his or her life interacting with these products. According to Chaves et al. (2004) , wheelchair users consider the device as one of the factors that most limit their community participation, which demonstrates the need to think about the improvement of the wheelchair design. In the case of the individual analyzed in this study, this interaction has occurred for 33 years, therefore an experienced wheelchair user. This time of use experience, added to the sport practice, could be configured as a risk factor to the upper limbs health (DESROCHES; AISSAOUI; BOURBONNAIS, 2008) . In order to evaluate the health of these segments, the manual isometric hand grip dynamometry was performed, in which the wheelchair user presented a mean strength (dominant side: 41.43 kgf, non-dominant: 46.56 kgf) compatible with the predicted for the male Brazilian population (dominant side: 42.8 ± 8.9 kgf, non-dominant: 40.5 ± 8.5 kgf) (CAPORRINO et al., 1998) . On the other hand, it presented inferior values in the right side, when compared to the international reference for the male gender between the ages of 40 and 44 Left Side (mean: 49.8 kgf (42.5-57.1kgf)) and Right Side [mean: 54.1 kgf (47.1-61.2 kgf)] (BOHANNON et al., 2006) .
In relation to the EMG, greater muscular activity was observed when in inclined ascending plane. Although all the muscles presented a considerable increase, there was greater fatigue of the LFDS. Richter et al. (2007) , presents the importance of carrying out studies in real context due to the limitations found in laboratory studies, such as the resistance imposed by the air and the restrictions inherent to the use of treadmills.
Due to the configuration of the propulsion rim, in inclined ground it requires greater use of the musculature to stabilize the grip rather than promoting power to the wheelchair propulsion (MEDOLA et al., 2012) . This is due to the reduced diameter of the rim, which does not allow contact of the palmar region and requires fine handling 
RISK FACTOR GUIDELINE
1. High handgrip load, with greater myoelectric manifestation on inclined ground.
1. Adaptation of the handle in order to reduce the predominance of hand grip action, keeping the handle in neutral position and reducing the need for grip during the propulsion phase on inclined ground. 2. Muscle recruitment for the hand stabilization and consequent mechanical efficiency reduction.
2. Use of rubber material in the handle to increase the friction between the hand and the structure during propulsion.
3. Different muscular requirements on flat and inclined ground in response to acting forces.
3. Device for improvement of manual propulsion, adaptable to the muscles requirement with the possibility of manual coupling and decoupling.
Source: The authors (2018).
(dominated by the fingers), not providing the necessary stability to the propulsion movement (IIDA; GUIMARÃES, 2016) . Also the surface low friction requires a greater force from the fingers flexor muscles to stabilize the hands in the rim and to generate sufficient friction for the wheels impulsion. Overloading of the fingers flexor muscles can lead to inflammatory lesions. According to epidemiological studies, 49% to 73% of wheelchair users have carpal tunnel syndrome (BONINGER et al., 1999) .
Modifications to the wheelchair rim could, in addition to reduce the fatigue of the FDS muscle groups, increase the propulsion efficiency, since the energy could be transferred to the muscles responsible for the effective movement, potentiating the applied force (DIERUF; EWER; BONINGER, 2008), therefore, the guidelines aim to reduce the risk factors presented to the wheelchair user ( Table 2 ).
The first defined guideline (Table 2 ) aims to reduce the hand grip load, adapting the handle for predominant use of the palmar region. The greater use of the palmar region increases the contact area with the handle distributing the pressure exerted, besides it offers greater stability and allows greater application of force (IIDA, GUIMARÃES, 2016) , potentiating the propulsion movement. Medola et al. (2014) , highlights the relevance of the hand grip in the wheelchair, as a contact interface that interferes with the comfort of the user and propulsion efficiency.
The second defined guideline (Table 2) , aims to reduce the muscle recruitment for hand stabilization, consequently increasing the mechanical propulsion efficiency. With the use of rubber material there is a greater hand friction with the structure, increasing the handle grip. In a study by Traut (2013) with 73 wheelchair users and 24 specialists, 67% of respondents suggested the use of a material that increases the handle friction. Similarly, Van der Woude, Formanoy and De Groot (2003) in a comparative study have identified a subjective user preference for rubber-coated handles. At this point, it is important to identify a suitable friction threshold to increase the handle friction, maintaining comfort and avoiding damage to other aspects, such as wheel braking.
Considering the third presented guideline (Table 2 ), aims to satisfy the different muscular demands in the different contexts, flat and inclined floors. For this, a removable aid device offers greater use flexibility and can be used only when necessary. According to a study by Louis and Gorce (2010) , in which electromyography was used, different patterns of muscle activity were identified in different tasks. Also Silva et al. (2017) , emphasizes that the biomechanical upper limbs demand is affected by the mobility situation. The manual control of coupling and decoupling the product allows the propulsion to be carried out without damage to the wheelchair mode of use. The phases of the wheelchair manual propulsion are described in the literature (COOPER et al., 2014) , the driving cycle being the main movement, which involves flexion and extension of the upper limbs joints. The cycle is divided into propulsion phase and recovery phase (Figure 7 ). During the propulsion phase, the hands are in contact with the rim applying force to impose acceleration to the wheels. The propulsive phase usually begins with the hands in contact with the rim slightly posterior to the user trunk, finishing with the hands in a inferior position and ahead. In the recovery phase, the arms are brought back into position to restart the cycle in the posterior region of the wheels (DAVIS; FERRARA; BYRNES, 1988) . It is therefore considered that the product should follow the movement without interfering with the mobility of the wheel. The defined guidelines aim to improve the wheelchair usability, being an mobility aid it should allow the safe use, avoiding, mainly, damages to the user health. These factors seek to ensure the inclusion of the PwD in order to integrate them into society and maximize their capabilities (NEWELL, 2003) , so in this case the reduction of muscular effort could improve the product usability, consequently improving the conditions for independent, safe and efficient use, reducing the risk of musculoskeletal injuries associated with prolonged wheelchair use.
Conclusion
In projects for people with disabilities, it is fundamental to understand the factors involved in the users daily experience with their assistive technology devices. The use of dynamometry associated with surface electromyography allowed the quantification of isometric manual grip strength and the physical requirements of wheelchair use in flat and inclined ground contexts, generating parameters for proposing guidelines for projects that could reduce the biomechanical demands and thus better satisfy the physical needs of the user.
Regarding the Isometric Hand Grip Dinamometry, the relevance of this method in the evaluation of wheelchair users who use manual propulsion is highlighted, considering the importance of this musculoskeletal set use to the mobility and the risk of injury, inherent to the condition of propulsion.
Through the EMG, it was possible to verify greater activity of the upper limbs in the displacement in ascending inclined ground. Specifically, greater activity in the FDS muscle groups was found bilaterally, responsible for assisting the manual grip on the wheel rim. In addition to this, there was a decrease in MF values associated with an increase in the muscle use percentage, which may represent fatigue and inadequate physiological recovery of the muscle groups studied, which may lead to severe musculoskeletal disorders.
From the analysis of the physiological and biomechanical data, it was possible to identify biomechanical factors that may be related to risks to the accessed wheelchair user, thus, to suggest design guidelines for an ergonomic adaptation that can reduce physical effort, mainly on inclined ground. In this sense, reducing the need for hand grip, associated to the use of rubberized material for pressure distribution and flexibility of use, could optimize the wheelchair usability, increasing the biomechanical efficiency during manual propulsion.
Also regarding the used instruments in this research, it is important to mention that these were applied in a real wheelchair driving situation and with an experienced user, which makes this research applied and more sensitive to the need of assistive technologies users.
The aim of this study was to improve the interaction between user and assistive technology, in this case the wheelchair, considering the biomechanical aspects of manual propulsion, aiming of contributing to the inclusion and improve the PwD quality of life. Thus, ergonomics can contribute to the understanding of the assistive technology projects, considering users' perception, understanding, operation and accessibility needs.
As an opportunity for future studies it can be pointed the replication of this study with a larger number of users and the design and evaluation of a wheelchair adaptation device that meets the defined guidelines in order to reduce musculoskeletal risks for the user during manual propulsion.
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